Nanosecond-scale timing jitter in transition edge sensors at telecom and visible 

wavelengths 
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Transition edge sensors (TES) have the highest reported efficiencies (> 98%) for detection of sin- 
gle photons in the visible and near infrared. Experiments in quantum information and foundations 
of physics that rely critically on this efficiency have started incorporating these detectors into con- 
ventional quantum optics setups. However, their range of applicability has been hindered by slow 
operation both in recovery time and timing jitter. We show here how a conventional tungsten-TES 
can be operated with jitter times of < 4 ns, well within the timing resolution necessary for MHz 
clocking of experiments, and providing an important practical simplification for experiments that 
rely on the simultaneous closing of both efficiency and locality loopholes. 

PACS numbers: 



The last few years have yielded impressive advances in 
the technology of single photon detectors. Of particu- 
lar relevance are the cryogenic detectors based on super- 
conducting nanowires and on superconducting transition 
edge sensors (TES). The former have shown very small 
timing jitter distributions, as low as 30 ps, and quan- 
tum efficiency (QE) values recently reported in the 90% 
range [l], Q • The latter have the highest reported single 
photon detection efficiencies (up to 98%) 0, |j] and are in- 
herently photon number resolving [Hill, qualities that are 
critical for experiments in quantum information science 
and quantum optics. 

A wider applicability of TES in quantum optics experi- 
ments has been limited by their relative slowness, both in 
terms of recovery and jitter times. Recovery times on the 
order of microseconds are the normQ and limit or com- 
plicate high photon flux detection. Commonly reported 
timing uncertainties on the order of 100 ns pose even 
more of a problem, since they severely constrain the ex- 
periments that could benefit most from the high efficien- 
cies and photon number resolving capabilities: loophole 
free Bell inequalities and multi-photon entanglement gen- 
eration with short pulsed lasers. For loophole free Bell in- 
equalities, the large coincidence windows required by the 
large jitter impose longer distances between detectors in 
order to close the locality condition, which in turn com- 
promise the system detection efficiency. Multi-photon 
entangled states are very often produced with TkSapph 
mode-locked lasers at a repetition rate of 80 MHz. Even 
the best reported jitter values (28 ns)[(| are not compat- 
ible with these moderate repetition rates, and are much 
larger than what can be obtained by commercially avail- 
able Si single photon avalanche photo diodes @- 

In this letter we demonstrate detection of 1550 nm 
photons with jitter values of < 4 ns for a tungsten-TES 
(W-TES) read out with a low input inductance SQUID 
(superconducting quantum interference device) amplifier. 



Operation in this low jitter regime retains the existing 
qualities of photon number resolution and high quantum 
efficiency. The TES films used for this test have been 
fabricated for optimum quantum efficiency and photon 
number resolution (as previously described 3]) with no 
special steps taken to optimize the speed of the device 
itself. 

For any timing pulse signal, the jitter or timing un- 
certainty for crossing a threshold is determined by the 
noise and the underlying slope of the signal at the point 
of crossing (see fig. [T|), 
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where A represents the amplitude of the signal, a its 
standard deviation and r r i S0 the rise time. The approxi- 
mation in equation Q] holds for a linear rise of the pulse, 
and we will use this expression as a guide to the ex- 
pected jitter performance. For a TES, we can calculate 
the expected RMS (root mean square) noise and ampli- 
tude of the current signal produced by the arrival of a 
photon [8||. Assuming instant thermalization, no damp- 
ing inductance and for an ideal voltage bias, the change 
in current is given [t| by 



(2) 



where Pn is the equilibrium power dissipation of the de- 
vice, i?o is the resistance of the device at the operating 
point, C is the device heat capacity, r\ is the energy collec- 
tion fraction, To and Jo are the temperature and current 
at the operation point, a = -^f^ and /3 = jf-^j are 
related to the shape of the superconducting to normal 
transition, and hv is the absorbed photon energy. 

The main contribution to the noise in the TES signal is 
a combination of Johnson noise in the device and thermal 
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FIG. 1: Jitter dependence on noise and slope for a simulated 
Gaussian pulse with random noise. The timing uncertainty, 
At, of a pulse on crossing a threshold level is a function of 
the noise on the signal, a, and the local slope of the pulse at 
the threshold crossing point. 



fluctuations between the device and the bath, 
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where Mj is a phenomenological parameter representing 
the excess Johnson noise, and with the implicit assump- 
tion that the SQUID contribution to the noise is suffi- 
ciently small. In the limit of the device recovery time 
being much longer than the rise time, the intrinsic rise 
time, T e i, of the photon detection pulse is given by the 
inductance and resistance of the TES-SQUID combina- 
tion, 



Tel 



(4) 



where L is the input inductance of the SQUID amplifier 
including wiring and parasitic contributions. Also, the 
bandwidth of the external (in this case, room tempera- 
ture) amplifier (A/), will limit the performance, giving 
a combined rise time of 



7"ris 



(5) 



where the rise time of the external amplifier is related 
to the bandwidth as r cx t ~ 0.35/A/. Combining these 
expressions and with the additional simplifying assump- 
tions of a noiseless amplifier, operation at the supercon- 
ducting transition temperature and low base tempera- 



TABLE I: Material parameters in TES device. Some quanti- 
ties are shown as a range, reflecting our limited knowledge of 
the exact values. 
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ture, we arrive at a final expression for the jitter [8|, 
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where S and 7 are material parameters and V is the 
volume. 

The device under test is a W-TES optimized for detec- 
tion of near-IR photons at a wavelength of approximately 
800 nm. The physical parameters and material charac- 
teristics of this particular TES-SQUID system are listed 
in Table |U 

We measure the W-TES in a dilution refrigerator at 
a base temperature of 30 mK. Critically to the tim- 
ing performance, the TES is electrically connected to a 
low input inductance SQUID amplifier[lo| via Al bond 
wires. Room temperature electronics perform the last 
amplification stage at a nominal bandwidth of 20 MHz. 
The test light signal consists of a pulsed diode laser at 
a wavelength of 1550 nm, a pulse duration of 1 ns and 
the repetition rate is kept at 100 kHz, well below the 
recovery time of the TES, for convenience in the analy- 
sis. The signal was captured by a digitizing oscilloscope 
at a sampling rate of 1.25GS/s and 8 bit dynamic range. 
We chose the input optical power level to see a significant 
number of 1, 2, and 3 photon events to allow independent 
jitter analysis for different photon numbers. The SQUID 
and W-TES bias point were chosen manually to minimize 
rise time and maximize amplitude of the pulses. 

Figure [2] shows a histogram of the areas of each pulse 
after a postprocessing digital matched filter. The peaks 
corresponding to 0, 1, 2, 3 and 4 photons are clearly vis- 
ible, as is a strong non-linearity in the peak separation 
between consecutive photon numbers. This non-linearity 
is dominated by the SQUID response in open-loop oper- 
ation, which we use for optimum bandwidth. The non- 
linear response complicates the determination of the en- 
ergy resolution, as it varies strongly depending on the 
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FIG. 2: Photon number resolution of device under test. The 
photon number peaks for 0, 1, 2, 3, 4 photons are clearly re- 
solved. The inter-peak separation is highly non-linear as a 
consequence of an open loop operation of the squid amplifi- 
cation process and the non-linearity of the TES response. 
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FIG. 3: Photon detection traces. The average pulse shape 
and a representative single shot trace for 1, 2 and 3 photons 
(of increasing heights) shows a short rise time in a pulse with 
a total duration of several microseconds. The 10% to 90% 
time is 24.8 ns, 25.6 ns and 27.2 ns for the 1, 2 and 3 photon 
traces respectively. Decay times (1/e) are 759 ns, 1278 ns 
and 1692 ns. The inset shows the rise section of the photon 
detection average signals. 



initial biasing point of the SQUID and with the energy 
dependent perturbation of this point. A postprocessing 
linearization of the energy scale using the known wave- 
length of the light used for testing, allows us to estimate 
the energy resolution to be 0.33 ± 0.02 eV, slightly worse 
than our typical value of 0.25 eV. This linearization for 
the purpose of determining energy resolution is indepen- 
dent of, and has no influence on, the timing jitter results. 

The average pulse shapes for 1, 2 and 3 photon pulses 
are shown in Figure ??. The 10%-90% rise time of these 



are 24.8 ns, 25.6 ns and 27.2 ns respectively for the 1, 2 
and 3 photon pulses. The corresponding 1/e decay times 
are 759 ns, 1278 ns and 1692 ns. The unequal decay times 
can be attributed to operating the TES device in an open- 
loop configuration; the non-linearity of the SQUID in this 
mode compresses the signal height for the larger photon 
number signals. Oscillations in the signal are possibly 
caused by ringing in the amplificr/SQUID/wiring system 
but should not significantly affect the conclusions from 
the data analysis. 

We analyze the timing performance by first separating 
the signals according to the photon number (or energy) 
and subsequently applying a filter to determine the time 
of arrival of the pulse to each group independently. The 
simplest way to determine pulse timing is by setting a 
threshold for the signal at some fixed level which we take 
as a fraction of the maximum of the average pulse. Fit- 
ting the histogram of the crossing times to the convolu- 
tion of a Gaussian and an exponential decay, 
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provides our value for the jitter (see Figure 2] for some 
fit examples). The variation of the FWHM times as a 
function of chosen threshold level is shown in figure [5] 
As expected from eq.[IJ the jitter improves with the local 
steepness of the signal, which in the case of TES pulses 
is right at the onset, i.e. at lower threshold levels. For 
1550 nm single photons, the fitted FWHM values of the 
timing uncertainty vary between 4.1 ns and 10.5 ns. For 
the 2-photon signal, or equivalently for single photons at 
775 nm, the times are between 2.3 ns and 7.9 ns, and 
become shorter as higher photon signals are considered. 
In all cases, the jitter is well within the 12 ns limiting 
case for operation with an 80 MHz repetition laser. 

These numbers are roughly consistent with what is 
expected from eq. |6] and the TES-SQUID parameters. 
In particular, the SQUID input noise [l0( needs to be 
less than s» 1 pA/-\/Hz for our assumption of negligible 
SQUID noise contribution and the resulting expression to 
be valid. Some of the physical and material parameters 
listed in tableUare known within a relatively small error. 
However, the parameters associated with the shape of the 
transition, a and /3, and excess noise terms, Mj, are only 
approximately known for this device. Given these con- 
straints, eq. [6] predicts a wide range of possible values of 
AtFWHM — 3.9 ns — 227 ns. It is worth noting that, 
in the regime where the room temperature amplifier lim- 
its the rise time, there is an optimal choice of the term 
Ra{i+P) = Tcl ' ^ n our case ' we believe our measured value 
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FIG. 4: Timing uncertainty. The histogram of crossing times 
is fitted to a convolution of a Gaussian and an exponential 
decay. The figure shows an example of these fits for f-photon 
signals at threshold levels of 10%, 30%, 50%, 70% and 90%. 
The fits for other threshold levels and for the 2 and 3 photon 
signals are of similar quality. 
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FIG. 6: Expected jitter for 1550 nm photons. The two ex- 
tremal curves are the highest and lowest values of jitter calcu- 
lated for the range of parameters values in our devices. The 
data points correspond to the measured FWHM of the timing 
distributions for different trigger levels. Note that our mea- 
sured value for the effective inductance (L = 24 nH), is close 
to optimal. 

values are an order of magnitude smaller than previously 
reported and well below the technologically important 
12 ns threshold associated with 80 MHz repetition Ti:Sa 
lasers. 
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FIG. 5: Timing uncertainty. Thresholding at different levels 
provides the simplest method for measuring the time of arrival 
of a pulse and its associated uncertainty. The three curves 
show results for 1, 2 and 3 photon pulses (0.8 eV, 1.6 eV and 
2.4 eV respectively). 

of L = 24 nH with our adjustment of the operating point 
is near optimal for this system (see fig. |6|). 

In conclusion, optical TES have demonstrated ex- 
tremely good photon number discrimination and close 
to unity quantum efficiency. However, they lag behind 
other detector technologies in their timing performance, 
both in the jitter or "time of arrival" and in their recov- 
ery times. In this paper we have shown how the jitter 
in these devices can be made significantly smaller than 
is ordinarily reported by using reduced input inductance 
SQUID amplifiers [lpj . achieving values as low as 4.1 ns 
for 1550 nm single photons and 2.3 ns for 775 nm. These 
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